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ABSTRACT
Purpose/Aim: This purpose of this study was to investigate the reliability, minimal detectable change 
(MDC), and concurrent validity of active spinal mobility measurements using a gravity-based bubble incli-
nometer and iPhone® application. 

Materials/Methods: Two investigators each used a bubble inclinometer and an iPhone® with inclinometer 
application to measure total thoracolumbo-pelvic flexion, isolated lumbar flexion, total thoracolumbo-pel-
vic extension, and thoracolumbar lateral flexion in 30 asymptomatic participants using a blinded repeated 
measures design. 

Results: The procedures used in this investigation for measuring spinal mobility yielded good intrarater 
and interrater reliability with Intraclass Correlation Coefficients (ICC) for bubble inclinometry ≥ 0.81 and 
the iPhone® ≥ 0.80. The MDC90 for the interrater analysis ranged from 4° to 9°. The concurrent validity 
between bubble inclinometry and the iPhone® application was good with ICC values of ≥ 0.86. The 95% 
level of agreement indicates that although these measuring instruments are equivalent individual differ-
ences of up to 18° may exist when using these devices interchangeably.

Conclusions: The bubble inclinometer and iPhone® possess good intrarater and interrater reliability as 
well as concurrent validity when strict measurement procedures are adhered to. This study provides pre-
liminary evidence to suggest that smart phone applications may offer clinical utility comparable to incli-
nometry for quantifying spinal mobility. Clinicians should be aware of the potential disagreement when 
using these devices interchangeably. 
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Level of Evidence: 2b (Observational study of reliability)
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INTRODUCTION 
According to the Guide to Physical Therapist Prac-
tice, the examination of joint integrity and mobility 
is necessary in order to select appropriate physical 
therapy interventions.1 Moreover; recognizing mobil-
ity impairments may assist clinicians in making diag-
noses, measuring improvements or deteriorations in 
mobility, and in determining limitations in functional 
activities of daily living.1,2 Therefore, it is essential 
for clinicians to have reliable and valid measurement 
instruments in order to objectively and accurately 
monitor disease progression and outcomes.

The examination of spinal range of motion (ROM) 
may be accomplished through visual observation 
or by using a number of measurement instruments 
including: motion analysis, goniometry, linear mea-
sures, and inclinometry.3 The method or instrument 
a clinician uses may vary and is often dependent 
on accessibility of the instruments to the clinician, 
cost, educational dogma, and the specific move-
ments being evaluated. Goniometry has been used 
widely due to its portability and low cost.4,5 A limita-
tion of goniometry is that it requires the clinician to 
use both hands, and locate anatomical landmarks, 
making stabilization of the patient’s position more 
difficult, thus increasing the risk of error by inac-
curate reading or incorrect placement.4 Addition-
ally, goniometry does not allow the differentiation 
between the pelvic and lumbar contributions to spi-
nal mobility. Inclinometry is an alternative to goni-
ometry that incorporates the use of constant gravity 
as a reference point.5,6 Bubble inclinometers are por-
table, lightweight, inexpensive, and require training 
similar to that of goniometry. Disadvantages of incli-
nometry may be their accessibility in clinics and 
familiarity with measurement procedures by clini-
cians. A study by Samo et al7 found that the source of 
greatest variability of inclinometric measurements 
may be caused by the examiner and/or technical 
errors. Procedural errors such as misplacement of 
the inclinometer at a region distant to the landmark, 
failure to maintain constant pressure during move-
ment, and technical errors, such as holding the incli-
nometer slightly off plumb, could give inaccurate 
readings.7 From an accessibility perspective, smart 
phones may be a practical alternative to inclinom-
etry. In an unpublished questionnaire performed 
by one of the authors (MP) in 2011 of third year 

doctor of physical therapy students, 26 of 48 sur-
veyed reported owning a third or fourth generation 
iPhone® with an additional 20 owning a comparable 
smart phone. Smart phones such as the iPhone® and 
those that use the AndroidTM operating system have 
free applications such as the iHandy® Level that pro-
vide the capacity to convert the phone into an incli-
nometer using a built-in tilt sensitive system. 

With regard to the lumbar spine, a body of evidence 
exists to support the use of inclinometry for quanti-
fying ROM. Gravity-based inclinometry is reported 
to possess both good reliability and criterion validity 
for measuring lumbar ROM. Saur et al8 reported that 
a gravity-based inclinometer is a valid instrument for 
quantifying isolated lumbar flexion and extension 
ROM when compared with radiographic measure-
ments (r ≥ 0.75) in a population with low back pain. 
In the aforementioned study, the interrater reliability 
for isolated lumbar flexion was good (r=0.88) com-
pared to extension (r = 0.42), however lateral flexion 
was not assessed. Mayer et al9 used a computerized 
double and single inclinometer technique in order to 
measure pelvic flexion among both symptomatic and 
asymptomatic participants and reported identical 
mean measurement angles. Additionally, the study 
investigated the criterion validity of lumbar flexion 
and extension ROM measurements and concluded 
that there was no significant difference (p < 0.01) 
between inclinometric and radiographic measure-
ments.9 The authors, however, did not report reli-
ability or validity coefficients for their measurement 
procedures. Ng et al10 studied the intrarater reliability 
of isolated lumbar ROM in an asymptomatic cohort 
using an inclinometric procedure that restricted pel-
vic ROM. The procedures yielded good intrarater reli-
ability for lumbar flexion (r = 0.87), extension (r = 
0.92), and lateral flexion (r ≥ 0.94); however the use 
of a standing metal frame to restrict pelvic mobility 
limits the clinical utility of the techniques.10 Waddell 
et al11 investigated the interrater reliability of total 
thoracolumbo-pelvic flexion, isolated flexion, total 
thoracolumbo-pelvic extension, isolated extension, 
as well as lateral flexion, in a mixed cohort of asymp-
tomatic, as well as subjects with low back pain. In 
the aforementioned study an electronic inclinometer 
was used and the intraclass correlation coefficients 
(ICC) were reported to range from 0.87-0.95, suggest-
ing good reliability. Waddell et al11 did report exclud-
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ing isolated measurements of lumbar extension as 
a result of poor reproducibility. Although it appears 
that inclinometric measurements of lumbar mobility 
have been sufficiently investigated, minimal detect-
able change (MDC) values and 95% levels of agree-
ment have not been reported limiting the clinician’s 
ability to interpret error and change scores.

Despite the growing popularity of smart phones in 
recent years, this evolution of technology has not 
been studied as a clinical instrument for measuring 
lumbar ROM. Research to determine the reliability of 
smart phone applications is necessary prior to imple-
mentation of such equipment in the clinical setting. 
Moreover, whether smart phone applications can be 
used interchangeably with currently accepted mea-
surement devices has yet to be investigated. Given 
the lack of available research investigating the reli-
ability and validity of smart phone applications, it 
is unclear as to whether these devices can be used 
with confidence in the clinical setting.

Therefore, the purpose of this study was to investigate 
the intrarater and interrater reliability of spinal ROM 
measurements of total thoracolumbo-pelvic flexion, 
total thoracolumbo-pelvic extension, isolated lumbar 
flexion, and thoracolumbar lateral flexion using both 
an iPhone© with iHandy© Level application, as well 
as a bubble inclinometer. Additionally, the authors 
sought to investigate the MDC90 and concurrent valid-
ity of the iPhone® and a bubble inclinometer for each 
of the aforementioned measurements. 

DESIGN

Participants
Thirty (30) asymptomatic adult participants, 12 men 
and 18 women, were recruited from a local university 
setting. Inclusion criteria consisted of being greater 
than or equal to 18-years of age, having the ability to 
read and speak English as necessary to comprehend 
forms and procedures, the ability to stand and ambu-
late without an assistive device, and the absence of 
low back pain or lower extremity pain at the time of 
data collection. Participants who met study require-
ments were provided with an informed consent doc-
ument approved by the Institutional Review Board 
at Nova Southeastern University and all questions 
were answered to their satisfaction prior to com-
mencing data collection. Additionally, participants 

completed a questionnaire to report age, height, 
body mass, and arm dominance. 

Instruments
A standard plinth, new Baseline® bubble inclinometer 
(Figure 1) (model 12-1056, Fabrication Enterprises; 
White Plains, New York), and iPhone® model 4 (iPhone® 
is a trademark of Apple Inc, Cupertino, California) 
with iHandy© level (iHandySoft, Inc, New York, New 
York) application were used for this investigation. The 
iHandy® level application (Figure 2) is a free application 
with a visual display similar to that of a digital inclinom-
eter in regard to numeric size. The application uses the 
iPhone’s® built-in accelerometer and a digital display to 
display the angle measured. There is no reported accu-
racy of this application by the manufacturer. 

Procedures
Following completion of paperwork and consent, indi-
viduals who agreed to participate were brought into 
a private testing laboratory where they performed a 
standardized warm-up supervised by the raters who 
were all third year doctoral physical therapy students. 
The warm-up required approximately two minutes 
to complete and consisted of supine pelvic rotations 
with the knees bent 90 degrees (°). For the warm-up 
participants were instructed to rhythmically rotate 

Figure 1. Baseline® bubble inclinometer.
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30-45° to the left and right for the two minute duration. 
Each participant was required to perform the same 
warm-up for consistency; however, to our knowledge 
there is no benefit or detriment to performing the 
warm-up. The aforementioned exercise was chosen as 
it primarily required lumbar rotation, therefore would 
not influence the tested movement planes.

Following the warm-up, participants were requested 
to stand in a comfortable position that required no per-
ceived effort with their arms at their sides while their 
skin was marked approximately at the T12 and S1 spi-
nous processes using a dry-erase marker. The iliac crest 
was used as a baseline landmark for L4-L5. Once L4-5 
was identified, the investigator palpated down to the S1 
spinous process, whereas T12 was identified by locating 
the 12th rib and following it to the spinous process. These 

landmarks were used for placement of the inclinometer 
as described by Waddell et al.11 Prior to taking each of 
the 5 measurements (thoracolumbo-pelvic flexion, iso-
lated lumbar flexion, thoracolumbo-pelvic extension, 
right lateral flexion, left lateral flexion); each participant 
observed the investigator performing one repetition and 
then performed each motion for one practice repeti-
tion from a comfortable start position in standing. The 
purpose of the demonstration and practice trial was to 
familiarize participants with the requested motions. Fol-
lowing the practice trial, participants performed each of 
the five active ROM (AROM) movements in consecu-
tive order (thoracolumbo-pelvic flexion, isolated lumbar 
flexion, thoracolumbo-pelvic extension, right and left 
thoracolumbar lateral flexion). Measurements were not 
randomized as the purpose of the study was to evalu-
ate measurement reproducibility, which requires a 
consistent physiological status. For each active repeti-
tion, participants were requested to move to the limits 
of their end-range and maintain the position while the 
angle was obtained with the bubble inclinometer and 
iPhone® consecutively. See supplemental video content 
for inclinometric measurement procedures. Verbal cues 
were provided strictly as necessary to ensure proper 
form during the measurement and to ensure move-
ment was performed to the available end-range. Once 
the measurement was performed and recorded by Rater 
A, participants returned to the start position and the 
measurement was repeated. Each measurement was 
obtained twice with the iPhone® application and twice 
with the bubble inclinometer before proceeding to the 
next movement plane. The mean value of the two mea-
surements from each instrument was used for analysis. 
The raters were blinded to the results, as an indepen-
dent third person (Rater C) with similar experience in 
spinal AROM measurements recorded all data. Once 
Rater A completed all 5 measurements, participants 
were given a ten-minute rest break followed by an addi-
tional two-minute warm-up session prior to repeating 
all motions with Rater B. The interrater reliability and 
concurrent validity component of the investigation was 
completed at this time. The second session (24-48 hours 
later) consisted of a two-minute warm up followed by 
Rater A obtaining all measurements twice with each 
device to complete the intrarater reliability component 
of the investigation. For consistency among instrument 
placement, Rater A was responsible for marking all par-
ticipants in both sessions. 

Figure 2.  iPhone® with screen illustrating the  iHandy© level 
application. *Power-on/off side, **Port connection side.
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The procedures for measuring thoracolumbo-pelvic
flexion, isolated lumbar flexion, thoracolumbo-pelvic 
extension, and thoracolumbar lateral flexion fol-
lowed guidelines established by Waddell et al,11 and 
have previously been reported in the literature to 
have good intrarater reliability with r ≥ 0.87. Unlike 
inclinometry which has a 360° measurement capa-
bility and simply requires a zeroing of the instrument 
prior to movement, the iPhone® requires additional 
calculations as described below.

Total thoracolumbo-pelvic (sacral) flexion AROM was 
assessed with the participant standing with their feet 
shoulder width apart and arms resting at their side. 
The inclinometer was placed at the level of T12-L1 
and set to zero upon contact with the landmark. Par-
ticipants’ were then asked to bend forward attempting 
to touch their hands to the floor while maintaining 
knee extension. Once movement ceased, the mea-
surement was recorded by Rater C and transferred to 
the data collection sheet. To repeat this measurement 
using the iPhone® application, the power on-off side 
was placed on the participant at approximately T12-
L1 with screen facing laterally. When calculating total 
flexion with the iPhone® application, the starting angle 
at T12-L1 was recorded prior to beginning the motion 
and added to the final angle recorded at the end of the 
motion. For example, if upon placement of iPhone® 
an angle of 10°(extension from a vertical reference) 
was present and the final angle was 90° an angle of 
100° was recorded as the device travelled from 10° to 
0° to 90°. Although not present in the current study, 
if an individual had a start position anterior to the 0° 
point (relative kyphosis) then the start measurement 
would be subtracted from the final measurement as 
the device did not travel past zero during the motion 
and only the actual motion is measured. 

Isolated lumbar flexion AROM was assessed with the 
participant standing with their feet shoulder width 
apart and arms resting at their side. Isolated flexion 
involves two measurements, the first at T12-L1, and 
the second at S1-S2. For our investigation, the value 
obtained from total flexion was utilized as our T12-L1 
measurement. The inclinometer was zeroed at S1-S2 
and the angle at the end-range of forward flexion was 
recorded. To calculate isolated flexion with an incli-
nometer, the measurement from S1-S2 was subtracted 
from T12-L1 (total flexion measurement). Using the 

power on-off side of the iPhone® on each landmark 
stated above, the starting angle was added to the angle 
recorded at the end of the motion for both T12-L1 and 
S1-S2. The result at S1-S2 was then subtracted from 
the result at T12-L1 (total flexion measurement) to 
provide isolated lumbar flexion. 

Total thoracolumbo-pelvic (sacral) extension AROM 
was assessed with the participant standing with their 
feet shoulder width apart with their hands placed on 
their low back at the level of L4-L5. The rater hold-
ing the instrument placed their hand in front of the 
participant’s thighs to prevent motion at the knees 
as well as for safety. The inclinometer was placed at 
T12-L1 and zeroed prior to beginning the motion. The 
participants were then asked to bend backward as far 
as possible while maintaining knee extension as the 
angle was recorded. When using the iPhone® for mea-
suring extension, the port-connection side was placed 
at T12-L1. The starting angle was recorded and sub-
tracted from the final angle at the end of the motion. 

Thoracolumbar lateral flexion AROM was assessed 
with the participant standing with feet shoulder 
width apart and arms resting at their side. The incli-
nometer was zeroed on a level surface (using a bub-
ble level) and placed at T9-T12 prior to beginning 
the motion. The participants were asked to slide 
their hand down the side of the leg as far as pos-
sible while maintaining trunk and head facing for-
ward and both feet on the ground. Once the motion 
ceased or the participant could not continue without 
compromising form (forward flexing or bending ipsi-
lateral knee) the measurement angle was obtained 
and recorded. The iPhone® was placed flat at T9-
T12 with the power side pointed toward the side of 
flexion and the screen facing the examiner. Both the 
inclinometer and iPhone® started from zero on the 
participant prior to side flexing and the final number 
was recorded at the end of the motion. 

The measurements required approximately 30-min-
utes from the initiation of the warm-up to comple-
tion for session 1 and 10 minutes for session 2. Raters 
remained blinded to both their results as well as the 
other rater’s results throughout the investigation.

STATISTICAL METHODS
Data analysis was performed using SPSS version 15.0 
for Windows statistical program. Descriptive data 
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including mean measurement angles with standard 
deviations (SD) were calculated for each session. The 
reliability of all measurements was determined by 
the intraclass correlation coefficient (ICC) Model 3, 
k for the intrarater component of analysis and Model 
2, k for the interrater analysis. The mean value from 
each testing session was used for the analysis. Model 
3, k was used for the intrarater analysis because Rater 
B was the only tester of interest. Model 2, k was used 
for the interrater analysis to determine if the instru-
ment of choice can be used with confidence and 
reliability among equally trained clinicians.4,5 The 
minimal detectable change (MDC90) was calculated 
using the formula: MDC90 = 1.65*SEM*√2 to deter-
mine the magnitude of change that would exceed the 
threshold of measurement error at 90% confidence 
level.4  MDC90 values were rounded to the nearest 
degree to reflect the smallest unit of measurement 
available on the gravity based inclinometer. 

An ICC Model 3, k was used in the concurrent reli-
ability analysis to determine if both methods of mea-
surement analysis produced comparable results. 
ICC value interpretations were based on guidelines 
established by Portney and Watkins.4  The 95% limits 
of agreement (LOA) were calculated using the for-
mula: 95% LOA = mean difference +/- 2SD.4

RESULTS
The mean and standard deviation (SD) for the partici-
pants’ age, body mass, and height were 25.6 (2.1) years, 
70 (13.7) kg, and 172 (10.9) cm respectively. The right 
arm was dominant in 29 of the 30 participants. Descrip-
tive data, including the mean and SD for each of the 
five measurements are presented in Table 1. Good intr-

arater reliability was found with both instruments with 
all measurements ranging from, ICC (3, k) = 0.80-0.97. 
Measurement data from the intrarater reliability anal-
ysis including the ICC with 95% confidence interval 
(CI) are presented in Table 2. Interrater analysis sug-
gested good reliability for all measurements with both 
instruments ranging from, ICC (2, k) = 0.81-0.98. Mea-
surement data from the interrater reliability analysis 
including the ICC and 95% CI as well as the MDC90 are 
presented in Table 3. The concurrent validity between 
bubble inclinometry and iPhone® measurements was 
good for both raters with ICC (3, k) ranging from 0.86-
0.98 (Table 4). The 95% levels of agreement (Table 5) 
suggests that iPhone® measurements of spinal AROM 
are equivalent to the bubble inclinometer as the ranges 
crossed the zero point for each measurement, however 
individual differences may range from being 18° greater 
to 16° less than a gravity based bubble inclinometer.

DISCUSSION
When adhering to the procedures outlined in this 
investigation, measurements taken using the bubble 
inclinometer and iPhone® application possessed 
good intrarater and interrater reliability. With regard 
to measurements taken using the bubble inclinome-
ter, the reliability results are consistent with previous 
research which has reported good ICC values when 
utilizing similar measurement procedures.1 Unfortu-
nately no data is available with which to compare 
the current findings when using the iPhone®. The 
MDC90 for the interrater analysis for both instru-
ments indicated that changes of 4° to 9° are required 
to be 90% certain that the change is not due to inter-
trial variability or measurement error. No previous 
research exists to compare this data.

Table 1. Descriptive Measurement Data. 
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With regard to concurrent validity, measurements 
with a bubble inclinometer were found to be com-
parable to those taken with the iHandy© Level appli-
cation on the iPhone® with ICC values ≥ 0.86. The 
mean values of the bubble inclinometer were slightly 
lower when compared with the iPhone® mean val-
ues by both raters for all measurements except total 
thoracolumbo-pelvic extension for Rater A (Table 1). 
There was no identifiable systematic error in tech-
nique that could explain the differences. One con-
sideration may be that the measurements taken by 
the devices differ due to their shape as the iPhone® 
is completely linear. 

When comparing instruments such as the Baseline 
bubble inclinometer and iPhone® application, it is 
important to consider limitations to both instruments. 

The inclinometer uses a fixed vertical reference point 
realized by gravity, thus is stable provided the zero 
point is accurately calibrated and established. Other 
issues that warrant discussion are the method of 
placement and the calculations required when using 
iPhone® application. The placement on the subject 
for the two instruments is consistent however there 
are more contact points (port vs. power side) to con-
sider when using the iPhone®. Moreover, clinicians 
may be reluctant to use their personal phone as it 
requires phone to skin contact. Lastly, the procedures 
for using the iPhone® maybe considered inconvenient 
and potentially expose the clinician to errors. Specifi-
cally, understanding the placement of the instrument 
(power vs. port side) is essential when performing var-
ious measurements to prevent the screen from rotat-
ing at 45°. Moreover, the various calculations required 

Table 2. Intrarater Reliability of iPhone® and Bubble Inclinometer for Rater A. 

Table 3. Interrater Reliability  and MDC90 of iPhone® and Bubble Inclinometer. 
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of the iPhone® application as each motion is measured 
requires a different mathematic equation unlike the 
inclinometer which offers a direct reading. 

To the knowledge of the authors, this study was the 
first to analyze the concurrent validity of bubble 
inclinometry and iPhone® application measure-
ments of thoracolumbo-pelvic mobility. Due to the 
lack of research in this area, a comparison between 
the current study and previous research cannot be 

Table 4. Concurrent Validity of iPhone® and Bubble Inclinometer. 

Table 5. 95% Level of Agreement ( iPhone® –gravity based inclinometer). 

made. However, this study does set the groundwork 
for further research in this area in order to evaluate 
the interchangeability of smart phone applications 
with other commonly used measurement tools. 

Limitations 
When interpreting the reliability values in our inves-
tigation, one must recognize that the consistency of 
AROM in individuals who are asymptomatic may not 
correlate with those who have lumbar pathology. This 
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investigation required participants to hold their end-
range for approximately 5-10 seconds, that allowed 
measurements to be performed which may not have 
been possible in a symptomatic cohort. Lastly, the 
participants in this investigation consisted of a young, 
college-aged population (mean age = 26). Therefore, 
our results may not necessarily be generalized to a 
sub-group with increasing or decreasing age. Addi-
tionally, the mean values obtained in this study may 
be less or more than that obtained in a clinical setting 
or reported in examination textbooks. The difference 
in values is most likely the result of adherence to 
strict measurement planes in this investigation and 
the use of healthy asymptomatic college-aged par-
ticipants. Although the researchers had limited clini-
cal experience, they were intentionally following a 
research protocol that was practiced, thus experience 
with the procedures may have had an effect on the 
mobility values as well as the reliability. 

CONCLUSION
Physical therapists have a variety of options to measure 
ROM and often times it is based on familiarity and con-
venience. A bubble inclinometer is one device that has 
good reliability and criterion validity; however it is not 
available in every clinic. With increasing usage of smart 
phones by newer graduates and the accessibility of 
free measuring applications, these devices can poten-
tially become a tool for measuring ROM in the clinic. 
Clinicians not opposed to using their personal phones 
for patient contact, as well as performing the calcula-
tions required for obtaining ROM measurements with 
the iPhone® may find it to be an efficient and accurate 
option to utilize during measurements of ROM. 

This investigation is the first of its kind to evaluate 
the reliability and concurrent validity of iPhone® 
measurements of lumbar AROM. When using the 
measurement procedures outlined in this investiga-
tion, the iHandy© Level application on the iPhone® 
is both reliable and comparable to bubble inclinom-
etry. Although good reliability and concurrent valid-
ity statistics were present, one should recognize the 
potential ranges of disagreement between the two 
measurements instruments used in this study. More-
over, clinicians and researchers should consider the 
MDC90 when interpreting change scores.

REFERENCES
 1. American Physical Therapy Association. Guide 

to Physical Therapist Practice. Alexandria, VA: 
American Physical Therapy Association 2003. 
2nd Edition.

 2. Bible JE, Biswas D, Miller CP, Whang PG. Normal 
functional range of motion of the lumbar spine 
during 15 activities of daily living. J Spinal Disord 
Tech. 2010,23(2):106-112. 

 3. Clarkson HM. Joint Motion and Function 
Assessment: A Research Based Practical Guide. 
Philadelphia, PA: Lippincott Williams & Wilkins; 
2005.

 4. Portney LG, Watkins MP. Foundations of Clinical 
Research: Applications to Practice. 3rd ed. Upper 
Saddle River, NJ: Pearson Prentice Hall; 2009.

 5. Shrout PE, Fleiss JL. Intraclass correlations: uses in 
assessing rater reliability. Psychol Bull. 
1979;86(2):420-428.

 6. Weir JP. Quantifying test-retest reliability using the 
intraclass correlation coeffi cient and the SEM. 
J Strength Cond Res. 2005;19(1):231-240.

 7. Samo DG, Chen SP, Crampton AR, Chen EH, Conrad 
KM, Egan L, Mitton J. Validity of three lumbar 
sagittal motion measurement methods: surface 
inclinometers compared with radiographs. J Occup 
Environ Med. 1997 Mar;39(3):209-16. 

 8. Saur PM, Ensink FB, Frese K, Seeger D, Hildebrandt 
J. Lumbar range of motion: reliability and validity of 
the inclinometer technique in the clinical 
measurement of trunk fl exibility. Spine. 
1996;21(11):1332–8. 

 9. Mayer TG, Tencer AF, Kristoferson S, Mooney V. Use 
of noninvasive techniques for quantifi cation of 
spinal range-of-motion in normal subjects and 
chronic low-back dysfunction patients. Spine. 
1984,9;588-595.

10. Ng JK, Kippers V, Richardson CA, Parnianpour M. 
Range of motion and lordosis of the lumbar spine—
reliability of measurement and normative values. 
Spine. 2001;26(1):53.

11. Waddell G, Somerville D, Henderson I, Newton M: 
Objective clinical evaluation of physical impairment 
in chronic low back pain. Spine 1992;17:617-628. 

12. Rondinelli R, Murphy J, Esler A, Marciano T, 
Cholmakjian C. Estimation of normal lumbar fl exion 
with surface inclinometry. A comparison of three 
methods. Am J Phys Med Rehabil. 1992 Aug;71(4):
219-24. 



<<
  /ASCII85EncodePages false
  /AllowTransparency false
  /AutoPositionEPSFiles true
  /AutoRotatePages /All
  /Binding /Left
  /CalGrayProfile (Dot Gain 20%)
  /CalRGBProfile (sRGB IEC61966-2.1)
  /CalCMYKProfile (U.S. Web Coated \050SWOP\051 v2)
  /sRGBProfile (sRGB IEC61966-2.1)
  /CannotEmbedFontPolicy /Warning
  /CompatibilityLevel 1.4
  /CompressObjects /Tags
  /CompressPages true
  /ConvertImagesToIndexed true
  /PassThroughJPEGImages true
  /CreateJDFFile false
  /CreateJobTicket false
  /DefaultRenderingIntent /Default
  /DetectBlends true
  /DetectCurves 0.1000
  /ColorConversionStrategy /LeaveColorUnchanged
  /DoThumbnails false
  /EmbedAllFonts true
  /EmbedOpenType false
  /ParseICCProfilesInComments true
  /EmbedJobOptions true
  /DSCReportingLevel 0
  /EmitDSCWarnings false
  /EndPage -1
  /ImageMemory 1048576
  /LockDistillerParams false
  /MaxSubsetPct 100
  /Optimize true
  /OPM 1
  /ParseDSCComments true
  /ParseDSCCommentsForDocInfo true
  /PreserveCopyPage true
  /PreserveDICMYKValues true
  /PreserveEPSInfo true
  /PreserveFlatness true
  /PreserveHalftoneInfo false
  /PreserveOPIComments false
  /PreserveOverprintSettings true
  /StartPage 1
  /SubsetFonts true
  /TransferFunctionInfo /Apply
  /UCRandBGInfo /Preserve
  /UsePrologue false
  /ColorSettingsFile (None)
  /AlwaysEmbed [ true
  ]
  /NeverEmbed [ true
  ]
  /AntiAliasColorImages false
  /CropColorImages true
  /ColorImageMinResolution 150
  /ColorImageMinResolutionPolicy /OK
  /DownsampleColorImages true
  /ColorImageDownsampleType /Bicubic
  /ColorImageResolution 300
  /ColorImageDepth -1
  /ColorImageMinDownsampleDepth 1
  /ColorImageDownsampleThreshold 1.50000
  /EncodeColorImages true
  /ColorImageFilter /DCTEncode
  /AutoFilterColorImages true
  /ColorImageAutoFilterStrategy /JPEG
  /ColorACSImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /ColorImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /JPEG2000ColorACSImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /JPEG2000ColorImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /AntiAliasGrayImages false
  /CropGrayImages true
  /GrayImageMinResolution 150
  /GrayImageMinResolutionPolicy /OK
  /DownsampleGrayImages true
  /GrayImageDownsampleType /Bicubic
  /GrayImageResolution 300
  /GrayImageDepth -1
  /GrayImageMinDownsampleDepth 2
  /GrayImageDownsampleThreshold 1.50000
  /EncodeGrayImages true
  /GrayImageFilter /DCTEncode
  /AutoFilterGrayImages true
  /GrayImageAutoFilterStrategy /JPEG
  /GrayACSImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /GrayImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /JPEG2000GrayACSImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /JPEG2000GrayImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /AntiAliasMonoImages false
  /CropMonoImages true
  /MonoImageMinResolution 1200
  /MonoImageMinResolutionPolicy /OK
  /DownsampleMonoImages true
  /MonoImageDownsampleType /Bicubic
  /MonoImageResolution 1200
  /MonoImageDepth -1
  /MonoImageDownsampleThreshold 1.50000
  /EncodeMonoImages true
  /MonoImageFilter /CCITTFaxEncode
  /MonoImageDict <<
    /K -1
  >>
  /AllowPSXObjects false
  /CheckCompliance [
    /None
  ]
  /PDFX1aCheck false
  /PDFX3Check false
  /PDFXCompliantPDFOnly false
  /PDFXNoTrimBoxError true
  /PDFXTrimBoxToMediaBoxOffset [
    0.00000
    0.00000
    0.00000
    0.00000
  ]
  /PDFXSetBleedBoxToMediaBox true
  /PDFXBleedBoxToTrimBoxOffset [
    0.00000
    0.00000
    0.00000
    0.00000
  ]
  /PDFXOutputIntentProfile ()
  /PDFXOutputConditionIdentifier ()
  /PDFXOutputCondition ()
  /PDFXRegistryName (http://www.color.org)
  /PDFXTrapped /Unknown

  /Description <<
    /FRA <>
    /ENU (Use these settings to create PDF documents with higher image resolution for improved printing quality. The PDF documents can be opened with Acrobat and Reader 5.0 and later.)
    /JPN <FEFF3053306e8a2d5b9a306f30019ad889e350cf5ea6753b50cf3092542b308000200050004400460020658766f830924f5c62103059308b3068304d306b4f7f75283057307e30593002537052376642306e753b8cea3092670059279650306b4fdd306430533068304c3067304d307e305930023053306e8a2d5b9a30674f5c62103057305f00200050004400460020658766f8306f0020004100630072006f0062006100740020304a30883073002000520065006100640065007200200035002e003000204ee5964d30678868793a3067304d307e30593002>
    /DEU <>
    /PTB <>
    /DAN <>
    /NLD <>
    /ESP <>
    /SUO <>
    /ITA <>
    /NOR <>
    /SVE <>
  >>
>> setdistillerparams
<<
  /HWResolution [2400 2400]
  /PageSize [657.000 855.000]
>> setpagedevice


